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x g or x ml
+  9 x  of Fraser 1/2 broth

Streak 100µl on
CHROMagar™Listeria

NO

NO

YES

Blue colonies 
with Halo

Mauve colonies 
with Halo

ABSENCE of
L.monocytogenes

PRESENCE of
L.monocytogenes

Spot a suspected colony on

CHROMagar™ Identification Listeria

YES

24h @ 30°C

18–24h @ 37°C

24h @ 37°C
A 2-day method for most

negative samples

A 3-day method for
positive samples

ISO 11290–1/A1 norm

24h @ 30°C

48h @ 37°C

5 to 8 days

24–48h @ 37°C

YES

YES

x g or x ml
+  9 x  of Fraser 1/2 broth

0,1 ml + 10 ml of Fraser 1/1

NO

NO

PRESENCE of
L.monocytogenes

Streak 10µl on PALCAM
Streak 10µl on A & O

Streak 10µl on PALCAM
Streak 10µl on A & O

Confirmation by
standard methods

Suspected colonies

Characterisation

Confirmation by
standard methods

24h @ 30°C

24–48h @ 37°C

ABSENCE of
L.monocytogenes

5 to 8 days

NO

NO

YES

YES

Suspected colonies

Characterisation

Negative response needs
5 to 11 days

Positive response needs
8 to 11 days

Listeria-060419


